Keysight Technologies
Optimizing RF and Microwave Spectrum Analyzer Dynamic Range

Application Note
1. Introduction

What is dynamic range?

The dynamic range of a spectrum analyzer is traditionally defined as the ratio, in dB, of the largest to the smallest signals simultaneously present at the input of the spectrum analyzer that allows measurement of the smaller to a given degree of uncertainty. The signals of interest can either be harmonically or nonharmonically related.

Why is dynamic range important?

The dynamic range specification determines whether or not low-level signals will be visible in the presence of large signals and therefore is one of the most important performance figures for a spectrum analyzer. It is often misunderstood and misinterpreted, since the display range, measurement range, noise floor, phase noise, and spurious response of the instrument all play important roles in determining dynamic range. By understanding which dynamic range interpretation applies to a specific measurement, you can make more accurate, reliable, and repeatable spectrum analyzer measurements.

Figure 1. Dynamic range interpretations
# Table of Contents

1. Introduction .................................................. 2  
   What is dynamic range? ........................................ 2  
   Why is dynamic range important? ............................ 2  

2. Dynamic Range Interpretations ............................... 3  
   Measurement range ............................................. 3  
   Display range .................................................. 3  
   Mixer compression ............................................. 3  
   Internal distortion ............................................. 4  
   Noise .............................................................. 5  
   Sensitivity ....................................................... 5  
   Phase noise ...................................................... 5  
   Second- and third-order dynamic range ................... 5  
   Summary .......................................................... 6  

3. Making Harmonic or Intermodulation .......................... 7  
   Distortion Measurements ....................................... 7  
   Measurement uncertainty ....................................... 7  
   Optimizing measurements ..................................... 8  
   Preamplifier .................................................... 8  
   Attenuator ....................................................... 9  
   Attenuator test ............................................... 9  
   External filter .................................................. 9  
   RBW filter ...................................................... 9  
   Measuring other signals ....................................... 9  

4. Summary .......................................................... 10  

5. References ...................................................... 10
2. Dynamic Range Interpretations

Figure 1 shows several different interpretations for dynamic range. In this chapter we will explain each interpretation.

Measurement range

The measurement range is the difference between the largest and smallest signals that can be measured on a spectrum analyzer, allowing for different instrument settings. Usually, the maximum power level that can be applied to the input of the analyzer without damaging the front-end hardware dictates the largest signal; this is +30 dBm (1 watt) for most analyzers. The noise floor of the instrument determines the lower limit of the measurement range; signals below the noise level are not visible on screen. Note that the lowest noise level cannot be achieved with the same input attenuator setting used for a 1 watt measurement.

Display range

The display range is the calibrated amplitude range of the display. If an analyzer display has 10 vertical divisions, it is usually assumed that in the 10 dB/division logarithmic display mode the analyzer is able to display signals 100 dB apart. However, the log amplifier often limits the range. For example, if we have an 85 dB log amplifier and 10 divisions on our screen, we only have 8.5 calibrated divisions. An analyzer’s reference level setting positions the display range anywhere within the measurement range.

In some spectrum analyzers, the narrow resolution bandwidths are implemented with digital filters. The log amplifier in this case is bypassed and the limitation now comes from the digital-to-analog converter plus any auto-ranging. A calibrated display range in this case can be as much as 120 dB.

Hint: optimize using reference level

If small signals need to be measured in the presence of larger signals, the larger signals can often be moved above the upper limit of the display by up to 10 dB by changing the reference level, to place the small signals in the calibrated display range. This will have little effect on the accuracy of measuring the smaller signal; however, mixer compression must be avoided.

Mixer compression

The mixer compression level is the maximum power level that we can put into the analyzer without compromising the accuracy of the displayed signal. When the signal level at the mixer is well below the compression point, the level of the desired mixing product (IF signal) is a linear function of the input and little energy is diverted to distortion. As the mixer level increases, the transfer function becomes nonlinear because significant energy is lost to the distortion products. At this point the mixer is considered to be in compression, and the displayed signal level is below the actual signal level.

The mixer compression specification describes the total mixer input power level below which the analyzer compresses the displayed signal less than 1 dB. Keep in mind that the input level at the mixer is the sum of the input power at all frequencies, even if all the input signals cannot be seen on the display. There are three different ways to evaluate compression: CW compression, two-tone compression, and pulse compression. Each is a different compression mechanism with its own compression threshold. [1]

Hint: Limit the mixer level

For accurate measurements of high-level signals, it is important to determine the input attenuation setting that will prevent compression by limiting the power that reaches the mixer. In Keysight Technologies, Inc. ESA spectrum analyzers the maximum mixer level can be set. The attenuator setting will then change automatically to keep power levels equal to or less than the selected level at the input mixer, for any signal that is displayed on-screen. The default and maximum setting is –10 dBm.
Internal distortion

Internal distortion is one of the factors that determines the dynamic range when measuring distortion products, such as harmonic distortion from a single tone or the intermodulation distortion from two or more tones. The internally generated intermodulation and harmonic distortions are a function of the input signal amplitude at the mixer. To understand these effects, it is helpful to look at how our input mixer behaves.

Most analyzers use diode mixers, which are non-linear devices and behave according to the ideal diode equation [1]. Using the Taylor Series expansion, it can be shown that in nonlinear devices a 1 dB change in the fundamental signal power at the input results in a 2 dB change in second-order (for example, second-harmonic) distortion and a 3 dB change in third-order (for example, third-harmonic) distortion at the output (see Figure 2). We can equate the dynamic range to the differences between the fundamental tone or tones and the internally generated distortion. We find that for a 1 dB change in the fundamental power, the second-harmonic distortion product changes by 1 dBc (dB relative to the carrier or fundamental), and the third-order product changes by 2 dBc.

Referring to the Keysight E4402B spectrum analyzer’s specifications [4] for spurious responses, the second-harmonic distortion for this analyzer is –75 dBc for a –30 dBm signal at the mixer input and third-order intermodulation distortion (TOI) is –80 dBc for two –30 dBm signals at the mixer. We can create a graph (Figure 3) for a variety of mixer input levels since we know the relationship between the fundamental and the internally generated second- and third-order distortion products. The slope is one for the plot of the internally generated second harmonic, and two for the plot of the third-order intermodulation distortion. It appears from the graph that, if the mixer level is low enough, there is no need to be concerned about internally generated distortion. This is true, but as our signal gets lower we need to take into account the effects of noise.
Noise
Two types of noise contribute to dynamic range: phase noise and sensitivity. Noise is a broadband signal; therefore, as the resolution bandwidth (RBW) filter is widened, more random noise energy is allowed to hit the detector. This increases the level of phase noise as well as the noise floor of the analyzer. Therefore, noise specifications must be referenced to the RBW.

Sensitivity
The sensitivity of the analyzer, also called the Displayed Average Noise Level (DANL) or noise floor, determines the smallest signal we can measure. The lower limit of DANL is theoretically $kT_B$, or $-174$ dBm, for a noise bandwidth of 1 Hz at room temperature.

Phase noise
While DANL is the key parameter when measuring two signals that are far apart in frequency, phase noise is the key parameter when measuring two signals that are close in frequency (<1 MHz apart). Also called sideband noise, phase noise is caused by the instability of the local oscillator (LO). There is no such thing as a perfect oscillator; all are phase-modulated to some extent by random noise, and any instability in the LO is translated to the displayed signal through the mixer. The more stable the LO, the further down the phase noise will be, assuming a sufficiently stable input signal. For dynamic range considerations, phase noise is like third-order intermodulation distortion in that it matters when the test tones are close to each other.

Second- and third-order dynamic range
To incorporate the effect of noise in the graph of internal distortion levels (Figure 3), we need to consider how signal-to-noise changes with respect to changes in the fundamental level at the mixer input. For every dB that we increase the signal level at the mixer, we gain 1 dB of signal-to-noise ratio.

---

1. Where $k=$Boltzmann’s constant, $T=$absolute temperature in degrees Kelvin, and $B=$bandwidth in Hertz.
Therefore, the DANL curve is a straight line having a slope of –1 (see Figure 4). The horizontal line at –80 dB in Figure 4 represents phase noise, rather than DANL, for a 10 kHz offset and 10 Hz RBW. Phase noise is the limiting factor when making measurements close to the carrier (<1 MHz away); for measurements that are far away it can be ignored. Noise affects our ability to minimize internally generated distortion products by limiting how small a signal we can measure.

Second- or third-order dynamic range is limited by three factors: distortion performance of the input mixer, DANL (sensitivity), and phase noise of the local oscillator. It is important that all of these factors are taken into account and optimized for a particular measurement. Figure 4 shows the achievable dynamic range as a function of mixer level for second- and third-order distortion measurements. For maximum distortion-free dynamic range, the power at the mixer should be adjusted so that the DANL and the internally generated distortion are equal.

**Hint: determine maximum achievable second- or third-order dynamic range**

Typically, the maximum achievable dynamic range is specified, and refers to the maximum difference in dB between two harmonically related signals without interference from the analyzer’s internally generated distortion products. From Figure 4, we see that the maximum dynamic range is achieved when the mixer level corresponds to the intersection of the noise and distortion components. The maximum dynamic range is calculated with the following equations and can be used to determine if your spectrum analyzer has enough dynamic range to make a particular measurement:

**Equation 1**

\[
\text{Maximum third-order dynamic range} = \left(\frac{2}{3}\right)(\text{DANL} - \text{TOI})
\]

**Equation 2**

\[
\text{Maximum second-order dynamic range} = \left(\frac{1}{2}\right)(\text{DANL} - \text{SHI})
\]

Where:

- \(\text{TOI} = \text{mixer level} - \left(\frac{1}{2}\right)(\text{level of distortion products in dBc})\)
- \(\text{SHI} = \text{mixer level} - \text{level of distortion products in dBc}\)

---

**Summary**

A popular use of a spectrum analyzer is to measure harmonic or intermodulation distortion products. Measurement range, display range, and mixer compression do not take into account all of the restrictions encountered when making these types of measurements. Therefore, “dynamic range” is frequently understood to mean either second- or third-order dynamic range. This is the interpretation of dynamic range used in Section 3, which discusses techniques for making better distortion measurements by improving and understanding the effects of dynamic range.
3. Making Harmonic or Intermodulation Distortion Measurements

Measurement uncertainty

Theoretical dynamic range calculations do not account for measurement uncertainties. If internally generated components occur at the same frequencies as the signals that we want to measure, as is the case in distortion measurements, our accuracy will be degraded. Depending on the phase relationship of the external and internal distortion products, the measured amplitude can fall anywhere between the sum and the difference of the two. Since we have no way of knowing what the phase relationship is, we can only determine the measurement uncertainty:

Equation 3  Uncertainty (dB) = 20 log (1 ± 10^d/20)

where d = difference in dB between internal and external distortion products (a negative number)

If we want no more than ±1dB of uncertainty in our measurement, we must be sure that the internally generated distortion product is at least 19 dB below the distortion product that we wish to measure. If we add this 19 dB guardband to the curves, our dynamic range is reduced by 9.5 dB for second order and 12.7 dB for third order, as seen in Figure 5. Notice that we do not lose the full 19 dB that we added for a guardband.

Not only does the instrument’s internal distortion play a factor; low distortion-to-noise ratio can contribute to the uncertainty as well. If the distortion components to be measured are at or very close (within a few dB) to the noise level of the spectrum analyzer, the displayed signal level (which is actually the level of signal plus noise) is greater than the actual signal level. A correction factor can be applied to compensate for this measurement error. [3]

It is common practice to make sure that the signal is at least 5 dB above the displayed noise floor, giving an error in the displayed signal level of less than 0.5 dB.

![Figure 5. Dynamic range graph corrected for amplitude uncertainty](image)
Optimizing measurements

Preamplifier

A preamplifier is useful when measuring low-level signals. There are two important factors to consider when choosing a preamplifier: gain and noise figure. The noise figure (NF) of the preamplifier must be lower than the NF of the spectrum analyzer (NF_{SA} = DANL + 172 dBm). If the NF plus gain of the preamplifier is less than the NF of the spectrum analyzer, then the preamplifier will reduce the analyzer’s DANL (after correcting for the preamplifier gain) by an amount nearly equal to the preamplifier gain. If there is too much gain, the input attenuator can be used to optimize the power level at the mixer.

One of the drawbacks of a preamplifier is that it must be calibrated into the system so its effects can be accounted for in measurement results. In the Keysight ESA-E series spectrum analyzers, there is an optional built-in preamplifier that will lower the noise floor of the system without compromising dynamic range. It is internal to the system and already calibrated for easy use. Figure 6 shows the noise floor without using the internal preamplifier, and Figure 7 shows the approximately 15 dB improvement in noise floor when the internal preamplifier is turned on.

Figure 6. DANL of an Keysight ESA-E series spectrum analyzer without preamplification

Figure 7. DANL of an Keysight ESA-E series spectrum analyzer with preamplification
Attenuator

As discussed earlier, when measuring distortion products it may be necessary to adjust the power level at the mixer. If the power level at the mixer is low enough, we can be guaranteed that the distortion products we are seeing are from our Device-Under-Test (DUT). However, if the power is too low, the analyzer’s noise floor covers up the distortion products.

There must be enough power at the mixer for the DUT’s distortion to be above the DANL, but not so much that the analyzer’s distortion masks that of the DUT. The Keysight ESA spectrum analyzers allow you to change the attenuator in 5 dB increments to better approach the optimum balance for a specific measurement.

Attenuator test

While making distortion measurements it is easy to see if the distortion products displayed on the analyzer have been generated internally. The input attenuator attenuates the incoming signal and the analyzer amplifies it again by the same amount after the signal has gone through the mixer. Therefore, if the input attenuation is changed and the distortion products remain the same, the distortion is part of the incoming signal. If the amplitudes of the distortion products change, all or part of the distortion has been internally generated.

External filter

Another way to limit the power reaching the mixer for reduced internally generated distortion products is to attenuate or reject signals that are not of interest. This can be done with an external filter, which acts as a preselector. For example, if we want to test an oscillator for harmonics, we can use a high-pass filter to reject the fundamental but not the harmonic of interest. For closely spaced signals (for example, in an intermodulation test), a high-Q filter may be required.

RBW filter

Since noise is a function of the RBW filter, use caution when interpreting phase noise or DANL specifications.

Phase noise specifications are normalized to a 1 Hz RBW filter even if the analyzer does not have a 1 Hz RBW filter. In order to determine the actual achievable phase noise level, it is necessary to convert from the specified 1 Hz RBW to the actual RBW filter used for the measurement. The correction factor is determined as follows:

\[
\text{Phase noise level correction (dB)} = 10 \log \left( \frac{\text{actual RBW}}{1 \text{ Hz}} \right)
\]

For example, the phase noise specification for the Keysight E4411B at a 10 kHz offset is -90 dBc/Hz, but the minimum RBW setting is 10 Hz. The correction factor for the 10 Hz RBW is:

\[
10 \log \left( \frac{10 \text{ Hz}}{1 \text{ Hz}} \right) = 10 \text{ dB}
\]

Taking this correction factor into account, the actual achievable phase noise is -80 dBc in the analyzer’s minimum RBW of 10 Hz.

The DANL is also specified for a particular RBW and must be adjusted if the measurement RBW is different. The same calculation can be used to determine the corrected DANL:

\[
\text{DANL correction (dB)} = 10 \log \left( \frac{\text{measurement RBW}}{\text{specified RBW}} \right)
\]

The minimum RBW filter is clearly an important factor in determining whether or not the analyzer has enough dynamic range for certain measurements.

Measuring other signals

When comparing small signals (other than second- or third-order distortion) to large signals, the distortion curves that we have been discussing do not apply. In this situation, the distortion products created by the mixer do not affect the measurements. For example, if we are measuring the fourth harmonic, the internally generated distortion is small enough that it can be neglected. For these measurements, phase noise and DANL will be the limiting factors, as long as the total power at the mixer is below mixer compression and there is enough display range.
4. Summary

Dynamic range limits the range of signal amplitudes we can measure with a spectrum analyzer. There are several interpretations of dynamic range, including measurement range, display range, mixer compression, internal distortion, and noise; the applicable interpretation depends on the type of measurement. Second- and third-order dynamic range can be optimized for a particular measurement by controlling various parameters, such as mixer input power and DANL. For maximum distortion-free dynamic range, the power at the mixer should be adjusted so that the DANL and the internally generated distortion are equal.

5. References

<table>
<thead>
<tr>
<th>Publication Title</th>
<th>Pub. number</th>
</tr>
</thead>
<tbody>
<tr>
<td>Spectrum Analysis Basics, Application Note</td>
<td>5952-0292</td>
</tr>
<tr>
<td>Effective Spectrum Analysis Testing for Consumer Electronics Production Lines, Application Note</td>
<td>5966-0367E</td>
</tr>
<tr>
<td>Spectrum Analyzer Measurements and Noise, Application Note</td>
<td>5966-4008E</td>
</tr>
<tr>
<td>Keysight ESA-E Series Spectrum Analyzers, Data Sheet</td>
<td>5968-3386E</td>
</tr>
</tbody>
</table>
Evolving Since 1939

Our unique combination of hardware, software, services, and people can help you reach your next breakthrough. We are unlocking the future of technology. From Hewlett-Packard to Agilent to Keysight.

myKeysight
www.keysight.com/find/mykeysight
A personalized view into the information most relevant to you.

http://www.keysight.com/find/ems_product_registration
Register your products to get up-to-date product information and find warranty information.

Keysight Services
www.keysight.com/find/service
Keysight Services can help from acquisition to renewal across your instrument’s lifecycle. Our comprehensive service offerings—one-stop calibration, repair, asset management, technology refresh, consulting, training and more—helps you improve product quality and lower costs.

Keysight Assurance Plans
www.keysight.com/find/AssurancePlans
Up to ten years of protection and no budgetary surprises to ensure your instruments are operating to specification, so you can rely on accurate measurements.

Keysight Channel Partners
www.keysight.com/find/channelpartners
Get the best of both worlds: Keysight’s measurement expertise and product breadth, combined with channel partner convenience.

For more information on Keysight Technologies’ products, applications or services, please contact your local Keysight office. The complete list is available at:
www.keysight.com/find/contactus

Americas
Canada (877) 894 4414
Brazil 55 11 3351 7010
Mexico 001 800 254 2440
United States (800) 829 4444

Asia Pacific
Australia 1 800 629 485
China 800 810 0189
Hong Kong 800 938 693
India 1 800 11 2626
Japan 0120 (421) 345
Korea 080 769 0800
Malaysia 1 800 888 848
Singapore 1 800 375 8100
Taiwan 0800 047 866
Other AP Countries (65) 6375 8100

Europe & Middle East
Austria 0800 001122
Belgium 0800 58580
Finland 0800 523252
France 0805 980333
Germany 0800 6270999
Ireland 1800 832700
Israel 1 809 343051
Italy 800 599100
Luxembourg +32 800 58580
Netherlands 0800 0233200
Russia 8800 5059286
Spain 800 000154
Sweden 0200 892255
Switzerland 0800 805353
  Opt. 1 (DE)
  Opt. 2 (FR)
  Opt. 3 (IT)
United Kingdom 0800 0260637

For other unlisted countries:
www.keysight.com/find/contactus
(BP-9-7-17)

DEKRA Certified
ISO 9001:2015 Quality Management System

www.keysight.com/go/quality

Keysight Technologies, Inc.
DEKRA Certified ISO 9001:2015
Quality Management System

This information is subject to change without notice.
© Keysight Technologies, 2017
Published in USA, December 1, 2017
5968-4545E
www.keysight.com