Measurement Software Personalities

Measuring the power of digital CDMA signals is not as straightforward as the procedure employed when measuring their analog counterparts. While there are several ways to perform these in-channel and out-of-channel measurements, a spectrum analyzer and software-implemented power detection makes the measurement correctly, accurately, and quickly. The Agilent Technologies 8590 E-series and 8560 E-series spectrum analyzers can perform these measurements alone, but when the 8590 E-series is complemented by measurement software personalities such as the Agilent 85725C for CDMA, the process is easier and more reliable results are obtained. However, there are differences between measurements made by the instruments alone and with the personalities that are important to understand.

In particular, the measurement personalities allow total linear power to be averaged over multiple sweeps in order to achieve more repeatable results, while the spectrum analyzers alone require the average to be calculated manually.

The Measurement

Whether adjacent-channel power is being measured by the spectrum analyzer alone or with the addition of a measurement personality, the algorithm shown in Equation 1 (below) is used:

$$P = 10 \times \log \left[ B_s \times \frac{(1/n) \times \sum_{i=1}^{n} P(i)}{NBW} \right]$$

where:

- $P =$ total power in the channel bandwidth
- $B_s =$ channel bandwidth
- $NBW =$ equivalent noise bandwidth of the spectrum analyzer
- $n =$ number of sample points within the channel bandwidth
- $P(i) =$ power reading on spectrum analyzer at trace element $i$.

The instrument first calculates the instantaneous power values of the trace elements by antilogging the dBm values. These values are summed across the channel bandwidth and the average over the number of trace elements is calculated. The instantaneous power at every trace element is measured using a selected filter that has a resolution bandwidth from 0.5 to 3.0% of the channel bandwidth.

In order to obtain the true spectral density (mean power normalized at 1 Hz), the power average is divided by the equivalent noise bandwidth. The total power in the bandwidth is then obtained by multiplying the result by the channel bandwidth and then converting it back to dBm for display. The instrument also displays the power spectral density (dBm/Hz).

It is important to remember that video averaging is not the same as averaging several measurements. In fact, video averaging should not be used when measuring noise-like signals, such as digitally modulated signals, because it will introduce errors into the measurement. This is because video averaging (or video filtering) averages the logarithmic values of the trace elements. For noise this error is $-2.51$ dB when the video bandwidth is much less than the resolution bandwidth or the number of video averages is high. Noise-like signals can have different statistics than noise, so this error can be different and it cannot be post-corrected since it is unknown. When making power measurements on noise-like signals, the video bandwidth must be at least three times the width of the resolution bandwidth.
Although video averaging is often used in the field when making power ratio measurements, the signal in the main channel (modulated carrier) and the adjacent channel are considered to have the same statistics, which is often not the case.

In theory, when making power measurements, the results obtained with multiple sweeps must be changed to linear power before they can be averaged. However, the error produced when performing a “dB-average” on intermediate results is trivial, unlike the errors made in performing a “dB-average” on individual data points. Consequently, the error introduced by averaging the logged values of the power measurements over multiple sweeps is insignificant as well. When using the power measurements built into the spectrum analyzers (without the measurement personalities), the average over several traces can be calculated manually from the results obtained with multiple sweeps.

**Other Differences**

The measurement personalities used with the 8590 E-series spectrum analyzers select the analyzer’s settings to optimize the measurement. For instance, to optimize dynamic range, a different reference level can be used for adjacent-versus-main-channel spans. In addition, some measurement personalities allow measurements to be made in a single sweep (one that spans the total frequency range of interest) or in multiple sweeps (one per channel involved in the measurement). The single-sweep ACP measurement is faster, but several sweeps increase the reliability of the measurement. While selecting a span as narrow as the adjacent channel maximizes the number of trace elements in the channel and increases measurement repeatability, it also produces a smaller frequency error. The 8560 E-series and 8590 E-series spectrum analyzers (without the personalities) do not have this feature. In the case of the 8560 E-series spectrum analyzers there are mitigating factors that reduce the need for it. For instance, they have more trace elements (600) and better frequency accuracy. In addition, the measurement personalities and the 8560 E-series instruments accommodate burst signal, while the 8590 E-series (without a measurement personality) do not.

**Agilent 85725C and ACPR**

While two-tone intermodulation distortion measurements are commonly employed in evaluating analog signals, they do not accurately characterize the performance of complex CDMA signals. A better method, called Adjacent-Channel Power Ratio (ACPR), provides a much better picture. The ACPR measurement compares the power in the RF channel to the power at several offset frequencies.

To make this measurement, the 85725C CDMA personality software automatically sets the instruments to their optimum values and performs all necessary calculations. It calculates the main channel power using the algorithm described in Equation 1, and power at the offsets is calculated in two different ways depending on the method selected by the user.

The first, Integration Bandwidth (IBW), method performs the ACPR measurement according to Qualcomm™ recommendations. However, an alternative method called the Resolution Bandwidth (RBW) method developed by Agilent Technologies makes the measurement faster. The difference between the two is as follows:

- **Integration Bandwidth Method (IBW):**
  The algorithm in Equation 1 is used for both the main and adjacent channels, but with different integration bandwidths for the different offsets. The user can change the settings of the integration bandwidths.

- **Resolution Bandwidth Method (RBW):**
  The algorithm in Equation 1 is used for the main channel, but for the power at the offsets, a specified resolution which is 30 kHz by default and zero span are used. The resolution bandwidth can also be changed by the user. The dBm values of the trace elements are converted into linear power and averaged. Several readings can be taken over time and averaged for greater repeatability, and the result is converted into dBm. The personality corrects for the equivalent noise bandwidth of the RBW filter.
After the main channel power and power at the offsets are obtained, ACPR is calculated and displayed in one of the following formats:

- Ratio of total power in the main channel (dBm/1.4 MHz) to power at the offsets (dBm/30 kHz, dBm/12.5 kHz, or dBm/1 MHz). The RBW method uses the same bandwidth for all offsets (dBm/30 kHz). The integration and resolution bandwidths can be changed by the user. The result is displayed in dBc.

- Ratio of power in the main channel normalized to 30 kHz (dBm/30 kHz), and power at the offsets normalized to 30 kHz (dBm/30 kHz). The result is displayed in dB. A different normalizing bandwidth can also be selected.

The 85725C measurement personality lets the user toggle between power density and power ratio results if desired.

When performing channel-power measurements with the 8590 E-series spectrum analyzers, the CDMA personality can also display the power-averaged spectrum when the instrument’s DSP Options 151 and 160 are employed. The CDMA personality also prompts the user to perform a near-to-noise correction for channel power measurements. The user is prompted to disconnect the input signal and terminate the analyzer input with a 50-ohm load in order to calculate the analyzer’s noise floor. The measured noise level will be subtracted from the measured power level to obtain more accurate readings for signals that are within 15 dB of the noise floor.

**Summary**

Channel power and adjacent-channel power ratio measurements can be made by the 8560 E-series and the 8590 E-series spectrum analyzers alone, or when used with measurement personalities such as the 85725C, which are tailored specifically for CDMA power measurement. The main difference between the two methods is that the personality software automatically averages the total linear power over multiple sweeps, which increases measurement repeatability. Nevertheless, either method produces satisfactory results.

The measurement personality also has the benefit of making the measurement process easier, since all instrument functions and settings are controlled automatically according to accepted practice. This reduces measurement time and decreases the likelihood of error.

**References**

1. Spectrum Analysis, Agilent application note 150, literature number 5952-0292.


Agilent Technologies’ Test and Measurement Support, Services, and Assistance

Agilent Technologies aims to maximize the value you receive, while minimizing your risk and problems. We strive to ensure that you get the test and measurement capabilities you paid for and obtain the support you need. Our extensive support resources and services can help you choose the right Agilent products for your applications and apply them successfully. Every instrument and system we sell has a global warranty. Support is available for at least five years beyond the production life of the product. Two concepts underlie Agilent’s overall support policy: “Our Promise” and “Your Advantage.”

Our Promise

“Our Promise” means your Agilent test and measurement equipment will meet its advertised performance and functionality. When you are choosing new equipment, we will help you with product information, including realistic performance specifications and practical recommendations from experienced test engineers. When you use Agilent equipment, we can verify that it works properly, help with product operation, and provide basic measurement assistance for the use of specified capabilities, at no extra cost upon request. Many self-help tools are available.

Your Advantage

“Our Advantage” means that Agilent offers a wide range of additional expert test and measurement services, which you can purchase according to your unique technical and business needs. Solve problems efficiently and gain a competitive edge by contracting with us for calibration, extra-cost upgrades, out-of-warranty repairs, and on-site education and training, as well as design, system integration, project management, and other professional services. Experienced Agilent engineers and technicians worldwide can help you maximize your productivity, optimize the return on investment of your Agilent instruments and systems, and obtain dependable measurement accuracy for the life of those products.

By internet, phone, or fax, get assistance with all your test and measurement needs.

Online Assistance

www.agilent.com/find/assist

Phone or Fax

United States:
(tel) 1 800 452 4844
Canada:
(tel) 1 877 894 4414
(fax) (905) 206 4120
Europe:
(tel) (31 20) 547 2323
(fax) (31 20) 547 2390
Japan:
(tel) (81) 426 56 7832
(fax) (81) 426 56 7840
Latin America:
(tel) (305) 269 7500
(fax) (305) 269 7599
Australia:
(tel) 1 800 629 485
(fax) (61 3) 9272 0749
New Zealand:
(tel) 0 800 739 378
(fax) (64 4) 495 8950
Asia Pacific:
(tel) (852) 3197 7777
(fax) (852) 2566 9284

Product specifications and descriptions in this document subject to change without notice.

Copyright © 1998, 2000 Agilent Technologies
Printed in U.S.A. 9/00
5968-2602E

Qualcomm is a U.S. registered trademark of Qualcomm, Inc. (base)