Keysight Technologies
Using the Keysight B1500A with a Nanoprober to Perform Failure Analysis

Application Note
Introduction

Keysight B1500A Semiconductor Device Analyzer

Recent advances in nanoprobers, which enable the probing of extremely small line widths, permit the electrical characterization of individual devices within an integrated circuit. This application note describes how to use the Keysight Technologies, Inc. B1500A Semiconductor Device Analyzer to make these types of electrical measurements, using SRAM failure analysis to illustrate this technique.

In conventional memory failure analysis, the failed bit is detected by a logic tester and then a Scanning Electron Microscope (SEM) and a Transmission Electron Microscope (TEM) are used to physically observe and determine the root cause of the failure.

However, the SEM and TEM are both destructive tests, and they only allow you to look at one point among several possible failure locations. This greatly restricts the user’s ability to locate the specific cause of a failure. In addition, it is difficult to apply conventional physical observation techniques to electrical failures caused by very small residues or abnormal dopant densities, which also reinforces the need to perform some sort of electrical testing.

Conventional probing schemes to electrically test a device require that the device be placed into a TEG (test element group) with probing pads, and this TEG is normally placed in the scribe lines between dice on the wafer. Obviously, this does not permit electrical characterization of the failed locations within an actual die.

Recently, nanoprobers utilizing Scanning Probe Microscope (SPM) techniques that can probe at the nm (9-10 nm) level using a piezoelectric actuator have become available. This application note introduces a new failure analysis technique that uses one of the most popular nanoprobers, the N-6000 Fine-structured Device Characteristic Evaluation System made by Hitachi High-Technologies Corporation, and the Keysight B1500A Semiconductor Device Analyzer. The N-6000 can contact directly to devices inside of an integrated circuit, which helps to bridge the gap between physical and electrical failure analysis techniques.
Nanoprobers Solve Problems but Present New Challenges

Using the appropriate preprocessing techniques, it is possible to use a nanoprober to measure individual transistors and wires within a failing device just as if they were test devices within a standard TEG (see Figure 1). This is a revolutionary leap forward; however, the nanoprober creates its own set of measurement challenges because thermal expansion and “creep” by the piezoelectric actuators make it difficult to maintain good electrical contact for long time periods.

The Keysight B1500A Semiconductor Device Analyzer can meet these challenges using the B1500A’s EasyEXPERT software capability to quickly run one or more application tests within the short time window when good electrical contact is being made.

The remainder of this application note will show how to use the B1500A and a nanoprober to perform failure analysis on an SRAM cell using data provided by NEC Electronics Corporation.

An SRAM Failure Analysis Example

The first step in SRAM failure analysis is to identify the location of the questionable bit using a logic tester. However, the logic tester cannot identify which of the six transistors in the SRAM cell is failing. In traditional failure analysis the next step would involve destructive analysis on the SRAM cell using a TEM after estimating the failed transistor location within the SRAM cell by some means. Unfortunately, in some cases the cause of the SRAM failure still cannot be determined, which illustrates the gap between physical and electrical analysis capabilities. As shown in Figure 1, the nanoprober can directly probe the six transistors of an SRAM cell where a failure is suspected and perform electrical evaluation of each cell individually, thus helping to fill in the physical and electrical measurement gap. Of course, in order to perform this type of analysis you must remove the upper layers in order to contact each transistor individually. This is similar to the process performed in traditional failure analysis using a TEM and SEM. As previously mentioned, when using a nanoprober you have a very short time in which to make an electrical measurement. Therefore, the B1500A is a highly appropriate measuring device for this situation due to its large number of furnished application tests, its ability to make measurements with simple parameter settings, and its fast measurement speed.

Figure 2 shows Id-Vd curves for the six transistors of a failing SRAM memory cell measured using the B1500A and a nanoprober. Graph (a) shows the access transistors, graph (b) shows the driver transistors, and graph (c) shows the load transistors. A solid line is used to indicate the left transistors and a dashed line is used to indicate the right transistors. From these graphs it is easy to determine that the cause of the SRAM bit failure is a defective right side driver transistor.

In order to perform a more detailed analysis on the defective transistor it is necessary to measure the transistor by switching the roles of the source (S) and the drain (D). Figure 3 (a) shows...
normal transistor characteristics, and Figure 3 (b) shows the characteristics of the apparently bad transistor. Figure 3 (c) shows data measured by reversing the source/drain (S/D) of the transistor (note: this can be done very easily using the B1500A and does not require changing any device connections). In the case where the S/D is in the forward direction, only a digit less current than the normal value flows and the I-V curve shows a downward tendency. Conversely, in the case where the S/D is in the reverse direction, although the IV curve shows an upward tendency, less than 1/1000 of the normal amount of current is flowing.

Comparing the measured results to simulated results, a hypothesis is generated that the arsenic (As) dopant density directly under the electrode of the left side of the failing transistor is not at its specified level. As a next step a cross-sectional TEM image of the suspect transistor is performed.

Figure 4 (b) shows the As dopant anisotropic profile created by EDX (Energy Dispersive X-ray Spectrometer), and it supports the hypothesis of the root cause of the failure. This type of detailed analysis cannot be performed using only conventional observations of the cross-sectional TEM. It shows that the combination of the B1500A and a nanoprober is a more powerful solution than conventional failure analysis techniques alone.

**Customizing Application Tests for SRAM Failure Analysis**

The Keysight B1500A Semiconductor Device Analyzer with EasyEXPERT software comes standard with more than 150 application tests. These furnished application tests support the vast majority of basic I-V measurement needs. Moreover, using the built-in GUI-based application test development environment, it is easy to modify the supplied application tests, create new application tests, and string together sequences of application tests (including support for conditional branching).

The data in Figure 2 shows the result of Id-Vd measurement. As an I-V measurement used to evaluate the MOS transistor in the SRAM, the Id-Vd measurement or Id-Vg measurement is generally performed.

Therefore, in this application note, for the SRAM failure analysis, the example of an application test for which either the Id-Vd measurement or Id-Vg measurement can be selected is introduced.

As previously described, once a failing SRAM cell is identified it is necessary to determine which of the six transistors in the cell is bad. One method to do this is by electrical characterization of each transistor in the cell, and this can be done using a nanoprober. It is also very important to be able to measure a transistor in both directions (reversing the source and drain) to compare actual device performance with simulated device performance, as this can give important insight into processing issues.
Customizing Application Tests for SRAM Failure Analysis (continued)

There are several ways to achieve the above described measurement. One option is to create two separate sets of application tests with source and drain reversed, and then to perform both sets of tests for each transistor. The drawback of this approach is the time wasted taking unnecessary measurements. A second option is to first perform standard transistor measurements on each transistor, and then to measure the suspect transistor a second time with tests where the source and drain are reversed. The problem with this approach is that, if performed manually, it can take so much time that you may lose electrical contact before you can finish the testing. A third option (similar to option 2) is to first perform standard transistor measurements on each transistor, and then to manually switch the connections on the suspect transistor and repeat the tests. While this eliminates the need to create a second set of tests, it takes even longer to perform this manual switching than it does to switch to a second set of tests as in the second case. Using EasyEXPERT software on the B1500A, it is easy to change the source and drain SMU assignments on the fly. This means that it is easy to reverse the assignment of the source and drain for the transistor identified as abnormal, thereby making the desired measurements in the minimum amount of time.

Figure 5. Flowchart of application test for SRAM failure analysis
Sample SRAM Failure Analysis Test Flow

Figure 5 shows the flowchart for the sample application test for SRAM failure analysis. An overview of the program is as follows:

1. Select desired measurement tests (either Id-Vd or Id-Vg measurement, or both)
2. Set up the integration time
3. Set up X axis of the graph screen
4. Assign SMUs to the source and drain (set up the channel)
5. Perform the measurement (Id-Vd measurement or Id-Vg measurement)
6. After checking the measurement result, select the next step in the message box
   6.a Measure after switching the source and the drain (Repeat the above 4 and 5)
   6.b End

Note: If both Id-Vd and Id-Vg measurements are selected in step 1 above, then after the Id-Vd measurement steps 2 through 6 are repeated for the Id-Vg measurement.

The main window for the application test definition and the Extended Setup screen are shown in Figure 6. The main window enables the selection of measurement items, the setup of the channel for each terminal of the transistor, and the setup of the measurement condition. The measurement is possible only by setting these parameters in the EasyEXPERT main window. The example of the measurement result of this application test is shown in Figure 7.
Sample SRAM Failure Analysis Test Flow (continued)

Measurement data is stored automatically as a test record in the list area of Results. In the default condition, the list area of Result shows only the name of the application test that was last shown by the Data Display.

To show all of the executed application tests, select the "Results > Filter > Expand Application Test Results" option from the dropdown menu. All of the measurement data will then be shown in the list area as shown in Figure 8.

Summary

Many failure mechanisms (such as dopant abnormalities) are difficult to detect using conventional failure analysis methods. However, by combining the Keysight B1500A with a nanoprober, it is possible to probe individual transistors within an integrated circuit just as easily as it is to measure devices in a conventional TEG. The ability of the B1500A’s EasyEXPERT software to swap SMU pin assignments on the fly, coupled with EasyEXPERT’s powerful application test sequencing capabilities, permit the automated evaluation of suspect transistors in both the forward and reverse directions quickly and efficiently. The ability to perform this electrical testing extremely fast is very important when using a nanoprober, since there is a very small time window during which to make the measurements before electrical contact is lost. This application note outlines this process using the debug of an SRAM cell as an example.

The definition file of the application test for the SRAM failure analysis introduced in this application note can be downloaded from the Keysight B1500A web site (http://www.keysight.com/see/B1500A).

References

1) Yorinobu Kunimune, LSI test symposium 2005 proceedings, pp329, 2005
Evolving Since 1939

Our unique combination of hardware, software, services, and people can help you reach your next breakthrough. We are unlocking the future of technology. From Hewlett-Packard to Agilent to Keysight.

myKeysight
www.keysight.com/find/mykeysight
A personalized view into the information most relevant to you.

www.keysight.com/find/emt_product_registration
Register your products to get up-to-date product information and find warranty information.

Keysight Services
www.keysight.com/find/service
Keysight Services can help from acquisition to renewal across your instrument’s lifecycle. Our comprehensive service offerings—one-stop calibration, repair, asset management, technology refresh, consulting, training and more—helps you improve product quality and lower costs.

Keysight Assurance Plans
www.keysight.com/find/AssurancePlans
Up to ten years of protection and no budgetary surprises to ensure your instruments are operating to specification, so you can rely on accurate measurements.

Keysight Channel Partners
www.keysight.com/find/channelpartners
Get the best of both worlds: Keysight's measurement expertise and product breadth, combined with channel partner convenience.

For more information on Keysight Technologies’ products, applications or services, please contact your local Keysight office. The complete list is available at:
www.keysight.com/find/contactus

Americas
Canada (877) 894 4414
Brazil 55 11 3351 7010
Mexico 001 800 254 2440
United States (800) 829 4444

Asia Pacific
Australia 1 800 629 485
China 800 810 0189
Hong Kong 800 938 693
India 1 800 11 2626
Japan 0120 (421) 345
Korea 080 769 0800
Malaysia 1 800 888 848
Singapore 1 800 375 8100
Taiwan 0800 047 866
Other AP Countries (65) 6375 8100

Europe & Middle East
Austria 0800 001122
Belgium 0800 58580
Finland 0800 523252
France 0805 980333
Germany 0800 6270999
Ireland 1800 832700
Israel 1 809 343051
Italy 800 599100
Luxembourg +32 800 58580
Netherlands 0800 0233200
Russia 8800 509286
Spain 800 000154
Sweden 0200 892255
Switzerland 0800 805363
United Kingdom 0800 0260637

For other unlisted countries:
www.keysight.com/find/contactus
(BP-9-7-17)

DEKRA Certified
ISO 9001:2015 Quality Management System

www.keysight.com/go/quality
Keysight Technologies, Inc.
DEKRA Certified ISO 9001:2015
Quality Management System